[Utilization of the monitor signal of the electron accelerator Phillips SL75/20 as a reference signal for the remote-controlled water phantom Therados RFA-3].
The authors describe the adaptations of the monitor signal of an electron accelerator as reference signal for an automatic water phantom. Structure and functioning of the necessary interface are explained.